Technical principles of spectral- and vectorkinetocardiography.
The use of calibrated spectral, narrow-band spectral abd vectorkinetocardiography is suggested for clinical practice. Dependence of the KCG frequency characteristics and vector orientation on the functional state of the myocardium was established. The numerical characteristics of spectral kinetocardiographic data proved to be fit for use during treatment. They provide for a more objective estimation of the mechanical cardiac activity including machine-data processing.